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NATIONAL FOREWORD 

This Indian Standard (Part 1/Sec 21) which is identical with lEC 60793-1-21 : 2001 'Optical fibres — 
Part 1-21 : Measurement methods and test procedures — Coating geometry' issued by the International 
Electrotechnical Commission (lEC) was adopted by the Bureau of Indian Standards on the recommendation 
of the Fibre Optics, Fibres, Cables and Devices Sectional Committee and approval of the Electronics and 
Information Technology Division Council. 

The text of lEC Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in the Indian Standards. Attention 
is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be read as 
'Indian Standard'. 

b) Comma (,) has been used^as a decimal marker, while in Indian Standards, the current practice is to 
use a point (.) as the decimal marker. 

In this adopted standard, reference appears to the following International Standard for which Indian Standard 
also exists. The corresponding Indian Standard which is to be substituted in its place is listed below along 
with its degree of equivalence for the edition indicated: 



International Standard 

lEC 60793-1 -20: 2001 Optical fibres 
— Part 1 -20 : Measurement methods 
and test procedures — Fibre geometry 



Corresporiding Indian Standard 

IS/lEC 60793-1-20 : 2001 Optical 
fibres: Part 1 Measurement methods 
and test procedures, Section 20 Fibre 
geometry 



Degree of Equivalence 



Identical 



Only the English language text in the International Standard has been retained while adopting it in this Indian 
Standard, and as such the page numbers are not the same as in the lEC Standard. 

For the purpose of deciding whether a particular requirement of this standard is complied with the final value, 
observed or calculated, expressing the result of a test or analysis, shall be rounded off in accordance with 
IS 2 : 1960 'Rules for rounding off numerical values (rewsecO'. The number of significant places retained in 
the rounded off value should be the same as that of the specified value in this standard. 
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Indian Standard 
OPTICAL FIBRES 

PART 1 MEASUREMENT METHODS AND TEST PROCEDURES 
Section 21 Coating Geometry 

1 Scope 

This part of lEC 60793 establishes uniform requirements for measuring the coating geometry 
of optical fibre. Coating geometry measurements are fundamental values that need to be 
known for subsequent procedures such as cabling, connectorization. splicing, handling and for 
making oth^ measurements. 

2 Normative references 

The following referenced documents are indispensable for the application of this document. For 
dated references, only the edition cited applies. For undated references, the latest edition of 
the referenced document (including any amendments) applies. 

lEC 60793-1-20, Optical fibres - Part 1-20: Measurement methods and test procedures - Fibre 
geometry 

3 Overview of method 

This standard gives four methods for measuring fibre geometry characteristics which are given 
in terms of the following parameters: 

• coating diameter; 

• coating non-circularity; 

• coating-cladding concentricity error. 

Table 1 - Measurement methods 



Method 


Characteristics covered 


Fibre category(lM) 
covered 


Former deslgnatloti 


A Side-view » 


All 


Al|b 


lEC 60793-1.A3 


B Mechanical 


Coating diameter and non-circularity 


ATI 


lEC 60793-1 -A4 


a For certain coating parameters evaluation, the cladding diameter should be measured using this procedure. 
However, due to the relatively poor accuracy of the method, this value of cladding diameter cannot be considered 
as an alternative to the values obtained by the already established test methods for glass geometry, for which 
reference should be made to lEC 60793-1-20. 

^ Coating-cladding concentricity error is not defined for category A4 fibre. 



Both methods are conducted off-line during inspection. Neither of them is suitable for on-line, 
in-process measurements. 

Information common to both measurements appears in clauses 2 to to. See also anmxes A 
and B, for methods A and B, respectively. 
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4 Definitions 

For the purpose of this part of lEC 60793, the following definitions apply. 

4.1 

lirifnary coating 

one Of more layers of protective coating material applied to the fibre cladding surface during or 
after the drawing to preserve the cladding surface and to give a minimum amount of required 
protection (e.g. a 250 pm protective coating) 

4.2 

secondary or ^buffer" coating 

one or more layers of coating material applied over one or more layers of primary coated fibres 
in order to give additional required protection or to arrange fibres together in a particular 
structure (e.g. a 900 \sm 'tMjffer" coating, "tight jacket" or "ribbon coating") 

5 Roforonco tost method 

Method A Is the reference test method (RTM), which is the one used to settle disputes. 

6 Apparatus 

Annexes A and B inciude layout drawings and other equipment requirements for each of the 
methods A and B, respectively. 

7 Sampling and spoclmons 

7.1 Specimen length 

The specimen shall be a short length of fibre, or as specified in the detail specification. 

7.2 Specimen end face 

Because the end faces of the specimen are not Invohred in the measurement itself, it is not 
necessary to have tight end*fMe requirements. 

8 Procadura 

See annexes A and B for methods A and B, respecth^ely. 

9 Calculations 

See annexes A and B for methods A and B, respectively. 
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10 RMUltS 

The foHowing information shaii be provided with each measurement: 

- date and title of measurement; 

- identification and description of specimen; 

- measurement results as required by the detail specification. 

The following information shall be available upon request: 

- length of specimen; 

- measurement method used: A or B; 

- description of measurement apparatus arrangement; 

- details of computation technique; 

- date and details of the latest calibration. 

11 Specification information 

The detail specification shall specify the following information: 

- type of fibre to be measured; 

- failure or acceptance criteria; 

- information to be reported; 

- deviations to the procedure that apply. 
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Annex A 

(normative) 



Requirements specific to method A 
Side-view light distribution 



A.1 Apparatus 

The apparatus may consist of an optical microscope or a laser gauge. 

A1.1 Optical microscope 

See figure A.1 for a schematic diagram of typical test equipment. 

A1.1.1 Lans objective 

Use a high-quality microscope lens objective, with transmitted light illumination. 

A1.1.2 Fibre holding arrangement 

Provide a fixture to hold the fit>re in the focal plane of the microscope, with the fibre axis 
perpendicular to the optical axis of the objective. Immerse the specimen in a suitable index- 
matching fluid, and retain it by means of a cell made with a transparent material. If necessary, 
fix this cell on a rotating table, in order to position the specimen parallel to the cursor. Hold the 
cell assembly as a whole, or the fibre within the cell, by the fibre clamp in such a way that it 
may be rotated through at least 180". and be capable of being fixed in a sufficient number of 
positions for the purpose oT measuring coating dimensions. The mechanical tolerances should 
be such ^at minimal repositioning and refocustng is required when the fibre is moved from one 
rotational positton to another. 
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A.1,i.3 lmag« viewing 



The image may be viewed directly using a ftlar eyepiece or projected onto a charge-coupled 
device (CCD) camera and displayed on a monitor. A typical system magnification for the visual 
method is xlOO to x200. and for the camera method is typically x20; in the latter case the 
image is formed directly onto the CCD. Determine the dimensions of the fibre image by using 
the filar eyepiece with the visual method and by positioning an electronic cursor on the monitor, 
or by computer data analysis of a stored image with the camera method. 

A.1.2 Laser gauge 

See frgure A. 2 for a schematic diagram of typical test equipment. 

A.1.2.1 Gerteral components 

The apparatus shall consist of a laser source operating at a suitable wavelength (e.g. 633 nm), 
a scanning device and a detector. If necessary, a system of lenses may be used to cotllmate 
the beam onto the specimen. 

A.i.2.2 Fibre holding arrangement 

Hold the specimen by means of a suitable rotating fibre clamp so that it is capable of rotating 
through at least 180"* and being fixed in a sufficient number of positions white maintaining the 
fibre axis perpendicular to the optical axis of the apparatus. 
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FIgyre A^ - Side view of measuremeffit set-up 
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A.2 Procedure 
A.2.1 Calibration 

Calibrate the apparatus by measuring an object of known dimensions (calibration sample). 
However, since the accuracy of this test method is typically 1 fim, the dimensions of the cali- 
bration specimen need only be known to within an accuracy of 0.5 urn or better. 

A.2.2 Analyzing the image 

Determine the dimensions of the coatlng(s) under different rotation angles by the analysis of 
the image of the fibre. Using the laser gauge, the dimensions may be measured by evaluating 
the def ection function of the laser beam across the fibre. 

A.2.3 Analyzing the data 

After data acquisition, two different approaches may be followed: plane analysis or ellipse- 
fitting analysis. Proceed with the analysis only when there are sufficient data available to 
achieve the required accuracy and repeatability. 

A.2.3.1 Plane analysis 

Measure the minimum and maximum diameters by rotating the specimen, using a suitable fibre 
ctamp. Rotate the fibre to find the angular position where the size of the image is at maximum 
or minimum. Then measure the cladding diameter and the thicknesses of the primary coating 
layers in such angular positions; follow the same procedure after rotating the fibre; then 
compute the maximum and minimum values (respectively A and 6) of the diameters measured 
at the different angular positions. 

A.2.3.2 Ellipse-fitting analysis 

Analyze a magnified image of the side view of the fibre to obtain data on the outer coating 
diameter Provided enough data points are available, fit ellipses to the coating data using a 
"least sum of squares (LSS)* technique to determine the major axis (A) and the minor axis (8). 

A.3 Calculations 

A.3.1 For plane analysis 

A-k-Q 
A.3.1. 1 Coating diameter, in pm : — - — 



A — fl 

A.3.1.2 Coating non-circularity, in %: x100 

Coating diameter 

A.3.1.3 Thickness ratio, in %: Min. ^^^ 

Max. 

where 

A and 8. respectively, are the maximum and minimum diameters; 

Min. and Max . respectively, are the minimum and maximum measured thicknesses of the 
primary coating, 

6 
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A.3.2 For •Utpsa-flttfng analysis 
A.3.2.1 Coaling diamatsr, In ym Al£ 



il — A 

A.3.2.2 Coating non-circularity, in % - — : — ^ 100 

Coating diameter 

A.3.2. 3 Coating-cladding concentricity error, in pm: iXp^ -X^)^ ^Y^ -^i^)'j 

where 

A and B, respectively, are the major and minor axes of the best-fit ellipse in ^ni; 

Xpc and Vpc are the outer coating/inner coating-centre coordinates; 

Xgi and Yg\ are the cladding-centre coordinates. 
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Annex B 

(normative) 

Requirements specific to method B 
Mechanical measurement 



This is a mechanical measurement technique for determining the diameter of primary coating 
and buffer, and also non-circularities. Both sides of the specimen are made to come into 
contact with a flat, parallel surface and the separation of the surfaces is measured. 

B.I Apparatus 

The measurement uses two anvils with very flat surfaces in order to make contact with each 
side of the fibre under test. The faces of the anvils shall be flat and parallel, and the applied 
force shall be small enough to ensure that the coating or buffer, or both, is not physically 
distorted by the anvils. Alternatively, if either or both of the anvils are not flat, and if the coating 
or buffer is distorted by the anvils, then a correction shall be made for compression. See figure 
B.1 for a schematic diagram of the apparatus. 

B.1.1 Anvils 

There are two anvils, one fixed and the other movable. The movable anvil shall be mounted on 
a micromanipulator, or it may move freely, as on an air bearing. The movable anvil shall be 
held against the fixed anvil or the fibre by springs, or by a force developed by a hanging weight. 
or by any other reproducible means. 
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Flgur* B1 - Top vf«w of a typical alactronic micromatar systam 
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B.I. 2 Electronic micrometer systom 

An electronic micrometer system, such as a double-pass Michelson interferometer, may l>e 
used with a retrorefiector or a plane mirror to measure accurately the movement of the stage, 
and thus the movable anvil. 

B.I. 3 Specimen support 

Support the specimen between the faces of the anvils. Short specimens may protrude from a 
ferrule, or a V-block. or other similar fixture. 

B.2 Procedure 

B.2.1 Principle of the measurement 

The diameter of the specimen is measured by contacting opposite sides with the anvils [1]^K 
The contact force may be adjusted so that there is negligible distortion of the specimen and the 
anvils. The actual f&rce used shall be agreed upon by the supplier and the user, and may 
depend cmi the materials of the specimen, or the anvils. 

Accurately measure the separation of the anvils with the electronic micrometer. If distortion is 
not negligible, make a mathematical correction of the measured separation. 

B.2.2 Measurement 

Clean the anvil faces and turn the micrometer screw in order to bring the anvil faces into 
contact with each other. Further turn the micrometer screw so that the anvils are held together 
by the spring tension only. Record the electronic micrometer distance reading. 

Next, adjust the micrometer so that the gap t>etween the anvil faces is larger than the 
specimen. Making sure that the specimen surfaces are clean and representative of the fibre 
under test, place the specimen on the supports between the anvil faces. Turn the micrometer 
screw slowly in order to bring the anvil faces into contact with the fibre so that the anvils are 
held against the fibre by the spring tension only. Record the electronic micrometer distance 
reading. The difference between the readings, plus any corrections due to compression, is the 
specimen diameter. Repeat this after rotating the flt>re wtien coating non-circularity is desired. 

B.3 Calculations 

Record the average diameter of the individual measured diameters of the primary coating or 
buffer as the coating diameter. 

The coating non-circularity (%) Is calculated as the difference t>eWveen the maximum and 
minimum individual diameters, divided by the average, and multiplied by 100. 

B.4 Results 

In addition to the results listed In clause 10. and depending on the specification requirements, 
the folknHng information shall be provided on request: the correction factor, if used. 



^) Figures in »qu«f« brsck«t5 refer to the bJt»ftogrephy 
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Bureau of Indian Standards 

BIS !S a sratutory institution established 'jnaer the Bureau o' fnd^cin Standaras Act. 
harmonious development of the activities of standardization, marking and qua it 
goods and attending to connected matters m the country. 
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Copyright 

BIS has the copyright of all its publications. No pa^-t o* the these put:!:cations may be reproduced m 
any form without the prior permission in writing of BiS. This does not preclude the free use, m the 
course of implementing the standard, of necessary details, such as symbols and sizes, type or grajv 
designations. Enquiries relating to copyright be addressed to the Director (Publications). BIS. 

Review of Indian Standards 

Amendments are issued to standards as the need arises on the basis of comments. Standards are 
also reviewed periodically; a standard alongwith amendments is reaffirmed when such review indicates 
that no changes are needed; if the review indicates that changes are needed, it is taken up for revision. 
Users of Indian Standards should ascertain that they are in possession of the latest amendments or 
edition by referring to the latest issue of 'BiS Catalogue" and "Standards: Monthly Additions'. 

This Indian Standard has been developed from Doc No.; LiTD 1 1 (2010). 
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